Step #1 DCW @ 100.00V for 2.00s PASSED
Step #2 ACW @ 200.0V/60.00Hz for 2.00s PASSED
Step #3 DCIR @ 200.0V for 2.00s PASSED
Step #4 GB @ 10.00A/60.00Hz for 2.00s PASSED
Step #5 Low Ohms PASSED
Step #6 AC Gnd Leakage for 2.00s PASSED
Step #7 DC Gnd Leakage for 2.00s PASSED
Step #8 Breakdown at 10.00mA PASSED
Step #9 Positive Pulse at 100V PASSED